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The Bioaerosol Mass Spectrometry (BAMS) system was developed for the real-time detection
and identification of biological aerosols using laser desorption ionization. Greater differenti-
ation of particle types is desired; consequently MALDI techniques are being investigated. The
small sample size (1 m3), lack of substrate, and ability to simultaneously monitor both
positive and negative ions provide a unique opportunity to gain new insight into the MALDI
process. Several parameters known to influence MALDI molecular ion yield and formation are
investigated here in the single particle phase. A comparative study of five matrices (2,6-
dihydroxyacetophenone, 2,5-dihydroxybenzoic acid, -cyano-4-hydroxycinnamic acid, ferulic
acid, and sinapinic acid) with a single analyte (angiotensin I) is presented and reveals effects
of matrix selection, matrix-to-analyte molar ratio, and aerosol particle diameter. The strongest
analyte ion signal is found at a matrix-to-analyte molar ratio of 100:1. At this ratio, the matrices
yielding the least and greatest analyte molecular ion formation are ferulic acid and -cyano-
4-hydroxycinnamic acid, respectively. Additionally, a significant positive correlation is found
between aerodynamic particle diameter and analyte molecular ion yield for all matrices. SEM
imaging of select aerosol particle types reveals interesting surface morphology and
structure. (J Am Soc Mass Spectrom 2008, 19, 315–324) © 2008 American Society for Mass
SpectrometryThe Bioaerosol Mass Spectrometry (BAMS) systemwas developed for national security and publichealth applications including the real-time, in situ
detection of airborne pathogens [1] and biowarfare
agents [2, 3]. It has the ability to distinguish Bacillus
spores from vegetative cells on a particle by particle
basis using ion peaks under m/z 300 [4], and has
demonstrated preliminary species level differentiation
of individual Bacillus spores using low mass biomarker
peaks [5, 6]. In spite of this success, the production,
detection, and identification of higher-mass taxonomi-
cal biomarker peaks is strongly desired because it
would enable more robust differentiation of a broader
range of bacterial species. With this goal in focus, early
investigations into single particle matrix-assisted laser
desorption/ionization (MALDI) techniques are de-
scribed here using standard peptide particles. This
avoids the inherent variability and indefinite composi-
tion of biological particles, which obscure the phenom-
ena of present interest.
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doi:10.1016/j.jasms.2007.11.009Single particle mass spectrometry has now been
practiced for more than 20 years. In 1984, Sinha et al.
first described a method for the “laser-induced volatil-
ization and ionization of individual microscopic parti-
cles on a continuous, real-time basis” [7]. In this first
apparatus, full spectra could not be acquired from
single particles due to the use of a quadrupole mass
spectrometer, and only monodisperse aerosols could be
efficiency analyzed. In 1988, Marijnissen et al. proposed
the use of a time-of-flight mass spectrometer (TOFMS)
[8], but McKeown et al. in 1991 were the first to build
and describe an on-line system [9]. Prather et al. added
aerodynamic sizing to a TOFMS to enable the accurate
sizing and efficient analysis of polydisperse aerosols in
1994 [10]. In 1996, Hinz et al. effectively doubled the
amount of information obtained from individual parti-
cles by utilizing a dual polarity TOFMS [11]. The
Prather group would follow suit and in 1997 describe
portable systems employing aerodynamic sizing and a
dual-polarity reflectron TOFMS. These later systems
built by Gard et al. [12] would eventually evolve into
the BAMS system at Lawrence Livermore National
Laboratory [13]. The most current BAMS systems now
efficiently focus aerosols spanning the entire respirable
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316 McJIMPSEY ET AL. J Am Soc Mass Spectrom 2008, 19, 315–324size range (1–10 m), track particles at rates of 10,000
per second or more, probe single particle laser-induced
fluorescence at rates of 1000 per second or more, and
even measure single particle charge in addition to
acquiring dual-polarity mass spectra. This is coupled
with significant software and firmware developments
enabling the sensitive, sub-minute detection and iden-
tification of various aerosol threats.
Such a brief outline of early hardware advances lead-
ing, in part, to the development of the BAMS system
glosses over many significant developments and contri-
butions made by other groups. In 1994, Dale et al., for
example, began a distinct line of instrument development
by creating a system using a quadrupole ion trap [14]. In
that same year, Murhpy et al. described a more conven-
tional instrument [15, 16] and in 1998 conducted unique
studies sampling particles at 5 to 19 km from the nose of
an airplane [17]. These and other important works [18, 19]
are, however, reviewed elsewhere [20, 21]. One very
important development that requires mention here,
though, is the application of bulk MALDI techniques to
single particle mass spectrometry.
Over the past two decades, MALDI has developed as
a powerful tool for the analysis of large mass biomol-
ecules [22–24]. For instance, the ability to differentiate
spore species in bulk using small acid soluble proteins
(SASPs) has been shown [25]. In such experiments,
carefully prepared samples are typically placed on a
sample plate, dried, introduced into vacuum, and then
irradiated. This is not efficacious, however, for the type
of high throughput single particle analysis desired for
real-time threat particle detection.
Aerosol MALDI allows single particles to be rapidly
analyzed. It has not been as well studied as bulk
MALDI, but it does provide a unique opportunity for
fundamental research into the MALDI process. The
analysis of aerosol particles containing analyte and
matrix was first reported in 1993 by Murray and co-
workers [26], who would go on to publish numerous
papers on the subject [27–34]. In 1996, however, Man-
soori et al. were the first to analyze such particles
individually in a single particle TOFMS [35]. In 2005,
Harris et al. described aerosol MALDI in an ion trap
mass spectrometer [36]. A number of groups have
analyzed proteins, but in 2000, Stowers et al. were the
first to analyze Bacillus spores [37, 38]. Regardless of the
analyte, aerosol MALDI differs from classical bulk
MALDI in a number of important ways. It lacks a
sample probe and involves a sample volume typically 2
to 5 orders of magnitude smaller than that probed in
bulk MALDI. Differences in optimal laser fluence [33],
matrix-to-analyte molar ratio [27], choice of matrix [31],
as well as other experimental parameters are thus
expected and have been observed. They will be exam-
ined here afresh, however, using a standard peptide
with various matrices. The ability to observe both
positive and negative ions simultaneously provides a
novel opportunity to gain new insights into these
phenomena. Such investigations complement other on-going investigations of both aerosol and bulk MALDI
and help elucidate the common underlying processes
involved.
Ultimately, aerosol MALDI may enable the high
level of specificity desired for the BAMS system by
providing high sensitivity and a higher operational
mass range. Employing MALDI techniques with the
BAMS system has already demonstrated zeptomole
detection of peptides [39]. Future studies will likely
progress to larger peptides, toxins (or surrogates), vi-
ruses, spores, and cells. In the end, more robust mass
spectral identification of bioterror agents is expected.
Experimental
Instrumentation
All experiments were performed using a BAMS system
with a dual polarity linear time-of-flight mass spectrome-
ter [40]. The BAMS system analyzes particles of varying
chemical composition, including aerosols of a nonbiologi-
cal nature. In this particular system, particles are entrained
in air and sampled into the instrument via a converging
nozzle at atmospheric pressure. The particles exit the
nozzle at a pressure of 2 torr. This pressure differential
causes the sampled gas to undergo a supersonic expan-
sion during which the smaller entrained particles are
accelerated to a higher terminal velocity than the larger
particles. The expansion also causes the particles to be-
come focused into a beam, which subsequently passes
through two stages of differential pumping, at pressures
of 101 and 104 torr, respectively. Individual particles in
the focused particle stream are then tracked by three
continuous wave (CW) diode scattering lasers. The de-
tected scattered light pulses are generated from individual
particles passing through the laser beams and then sent to
a timing circuit, which measures the time for each particle
to pass from the first to the last scattering laser. Since the
distance between the lasers is known, the terminal veloc-
ity of each particle is easily determined. Using this termi-
nal velocity, an algorithm calculates the aerodynamic
diameter of each particle. A particle’s velocity combined
with the exact time it passes through the last scattering
laser provide the necessary timing to appropriately fire a
355 nmNd:YAG desorption/ionization (DI) laser (Big Sky
Laser Technologies, Inc. Ultra, Bozeman, MT) as the
particle reaches the center of the mass spectrometer ion
source. The DI laser, which is aligned perpendicular to
both the particle beam and the axis of the spectrometers,
produces 7 ns pulses that are flattopped and focused to a
spot size of 380m [41]. Delayed extraction is then used to
simultaneously accelerate both positive and negative ions
into the opposing linear time-of-flightmass spectrometers,
each configured with ion guiding capabilities and identi-
cally biased, MCP-based detectors. The delay time, or the
time in which ions are allowed to propagate freely before
extraction from the source, was optimized for peak reso-
lution at 320 ns. The guide wire focuses divergent ion
trajectories by creating an inwardly attractive radial elec-
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pulsed. A dual polarity mass spectrum is thus obtained
for each individual particle analyzed.
The raw spectral data collected from each particle
consisted of 131,000 data points per polarity, sampled at
500 MHz and stored directly to a computer. The stored
data were convolved with a Gaussian smoothing func-
tion, having a full width at half maximum of 10 ns, to
filter out high-frequency noise and increase the signal to
noise ratio. A baseline offset was then subtracted before
calibration and subsequent analysis.
Materials
The matrices 3=5-dimethoxy-4-hydroxycinnamic acid (si-
napinic acid, SA), 4-hydroxy-3-methoxycinnamic acid
(ferulic acid, FA), 2=6=-dihydroxyacetophenone (DHAP),
2=5=-dihydroxybenzoic acid (DHB), and -cyano-4-
hydroxycinnamic acid (HCCA) were obtained from
Sigma Chemical Co. (Steinham, Belgium) and used with-
out further purification. Angiotensin I was purchased
from SynPep (Dublin, CA). Ethanol solvent (HPLC grade)
was purchased from Sigma. Trifluoroacetic acid (HPLC
grade) was purchased from J. T. Baker, Phillipsburg, NJ.
All were used without further purification.
Sample Preparation
Separate solutions of the analyte, angiotensin I, with
each of the matrices SA, FA, DHAP, DHB, and HCCA
were prepared and investigated. All solutions were
prepared at a total concentration of 7.14  104 M but
with varying matrix-to-analyte molar ratios of 50K to 1,
10K to 1, 1K to 1, 100 to 1, and 10 to 1. The solvent
system consisted of H2O/ethanol (1:1) and 0.1%TFA by
volume. Aerosol droplets were generated using a colli-
sion nebulizer from a solution containing the solvent
system, analyte, and matrix. The nebulized, polydis-
perse droplets were passed through a silica drying
column containing a perforated cylinder, 50 cm long
and 1 cm in diameter, surrounded by silica particles at
a flow rate of 1.5 L/min. The dried particles were
carried by a stream of air through a tube and sampled
into the instrument.
Results and Discussion
Numerous parameters are known to affect mass spec-
tral quality in both aerosol and bulk MALDI mass
spectrometry. The factors that have the greatest effect
include laser fluence, type of matrix, and matrix-to-
analyte molar ratio. These factors have previously been
studied for a variety of reasons [13, 27, 31]. In this work,
these parameters, along with the size of the aerosol
particles, are examined specifically to determine their
effect upon molecular analyte ion signal. This is pru-
dent given the goal of high sensitivity and extended
mass range. The authors have investigated laser fluence
in various contexts before [13, 41], so it is discussed onlybriefly here and grouped with a description of observed
ion peaks. More substantial examinations of the other
parameters follow.
Laser Fluence
Laser fluence is a well known and important factor
influencing ion generation in both bulk [42] and single
particle [13, 43] mass spectrometry. The DI laser fluence
was optimized for maximal analyte ion signal intensity
in dual polarity using the matrix/analyte solution of SA
and angiotensin. Ion signal, in this case, was defined as
the integrated signal from the multiple analyte molec-
ular ions observed. Based on the optimization, all
spectra were consequently acquired at a laser pulse
energy of 0.30 mJ, a fluence of 260 mJ/cm2 and an
irradiance of 3.8  107 W/cm2. Optimal bulk MALDI
fluences range between 1 mJ/cm2 and 50 mJ/cm2 [42].
The high fluence required here compared with bulk
was not unexpected. It has been suggested previously
that residual solvent in the particles helps dissipate
excess absorbed laser energy [28, 33]. Other processes
are likely involved as well. In bulk, as the area of the
laser-sample interaction region decreases, the apparent
threshold fluence increases [42]. Thus, in single particle
analysis, where the laser sample interaction region (i.e.,
the particle) is typically orders of magnitude smaller
than in bulk, higher fluences should be expected irre-
spective of any solvent effect. In the discussion of
matrix-to-analyte ratio, a specific process potentially
contributing to this size dependence is suggested.
The selected single particle spectra in Figure 1 for
DHAP and HCCA display many of the observed angio-
tensin molecular ion peaks. A single particle spectrum
represents the ions created from a single micron-sized
particle. Fragmentation of analyte molecular ions was
not observed with any of the matrices studied. The
analyte molecular ions observed in the positive polarity
included the protonated [AH], sodiated [ANa],
potassiated [A  K], and deprotonated but sodiated
and potassiated (deprotonated NaK) [A  Na K 
H] species, producing peaks at 1298, 1320, 1336, and
1358 m/z, respectively. In the negative polarity, the
angiotensin molecular ion species included a deproto-
nated [A  H] peak at 1296 m/z and a sodiated but
doubly deprotonated peak [ANa 2H] at 1318 m/z.
These ions were observed with all five matrices used
herein. Additional analyte molecular ion peaks were
detected using the cinnamic acid-based matrices SA and
HCCA. Peaks at masses corresponding to what appears
to be a cinnamic acid fragment were observed atm/z 133
and were unique to these compounds. Additional
quasimolecular ions, albeit with lesser intensity, were
detected at 1430 m/z, 1452 m/z, as well as 1468 m/z in the
positive mode corresponding to cinnamic acid fragment
adductions [A  X], where X is likely the cinnamic
acid fragment, and various species where the proton is
exchanged by alkali metal ions including [A  X 
Na  H] and [A  X  Na  K  2H]. In the
ot ob
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acid fragment adducted ion was also observed at 1428
m/z. Due to the reduced analyte molecular ion signal
when using FA as a matrix, cinnamic acid fragment
adduct peaks were not visible, if present. Additionally,
in contrast to previous work in aerosol mass spectrom-
etry [34], solvent peaks were not observed.
Aerodynamic Particle Diameter
In 2005, Harris et al. reported that “the biomolecular ion
signal from the polydisperse aerosol particles did not
change as a function of size” [36]. This referred, in
particular, to particles of bradykinin coated with pico-
linic acid, but the paper went on to more generally
report that total ion signal in laser-ablation based aero-
sol mass spectrometry does not directly correlate with
particle mass. They cited the 1996 work of Mansoori
et al., in which the sodiated molecular ion of leucine
enkephalin prepared in 3-nitrobenzyl alcohol did show
such behavior for large particle sizes (4 m), but in
that same paper the ion signal appeared to fall for
smaller particles (2–3 m) [35]. Observations in the
present authors’ laboratory suggested that size had
some effect in the 0.5–2 m range, so more careful
experiments were conducted.
An increase in particle aerodynamic diameter was
correlated with an increase in angiotensin quasimolecu-
lar ion signal for all matrices studied at a 100:1 matrix-
to-analyte ratio. Aerodynamic diameter, da, is the diam-
eter of a unit-density spherical particle having the same
inertial properties in a gas as the particle of interest. It is
defined as:
da ds (1)
where  is the particle’s mass density, and ds is its
Stokes diameter, which is equal to the physical diameter
Figure 1. Spectra from single 1 m particles
(a) DHAP and (b) HCCA at a 100:1 matrix-to-ana
Pronounced angiotensin fragment peaks were nfor spherical particles. The aerodynamic diameters gen-erated for all matrices ranged between 0.66 m and 1.70
m. For each matrix, the analyzed particles were sepa-
rated into four size bins (0.66–0.92, 0.92–1.18, 1.18–1.44,
and 1.44–1.70 m). Average HCCA spectra from each
size bin are shown in Figure 2. It is evident that an
increase in particle size was accompanied by a signifi-
cant increase in ion yield. Similar trends were observed
for the other matrices. To quantify this trend, the
average angiotensin cation peak area (incorporating all
of the quasimolecular ions) was plotted against particle
size for each of the matrices in Figure 3a.
To explain their observations, Harris et al. proposed
a model in which the incident laser energy was inter-
nally focused in the aerosol particle. The resulting focal
volume was the source of observed ions and was
reported to be largely independent of particle size, thus
explaining the constant ion yield [36]. Although this
may be a valid model in some cases, it is inapplicable
herein for several reasons. First, the present particles are
not transparent. The solid-phase absorption coefficients
at a wavelength of 355 nm are 1.4  105, 1.3  105, 1.0 
105, and 1.4  105 cm1 for FA, SA, DHB, and HCCA,
respectively [44]. The absorption coefficient for DHAP
was not found in the literature. Assuming that the
absorption coefficients are not significantly reduced by
the small amount of analyte present, this means that at
least 65% of the incident energy is absorbed within the
first 100 nm and 95% within the first 300 nm of the
particles’ surfaces. It is therefore improbable that any
significant amount of energy would reach the theoreti-
cal focal volume. Second, for internal focusing to be
highly effective, even in more transparent particles, the
particles must be spherical and smooth. As typical SEM
images show in Figure 4, the particles here are neither.
Instead, the particles have rough, heterogeneous sur-
faces that vary significantly from one matrix to another.
In spite of the inapplicability of that model here, the
underlying hypothesis that the volume in which energy
giotensin I (a), 1297 m/z, in the studied matrices
olar ratio. X denotes a cinnamic acid fragment.
served.of an
lyte mis absorbed affects ion yield seems logical. Accurately
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size scale, however, is difficult. Even Mie theory is only
truly applicable to perfectly spherical particles. Further-
more, such calculations utilize the complex index of
refraction, which is unknown for the matrices used.
Nonetheless, even a greatly simplified treatment of
laser-particle interaction, ignoring surface reflections,
refraction, and various nonlinear effects, does produce
informative results.
It is useful to define the absorption length, L, as the
inverse of the absorption coefficient (i.e., 1/). It has
units of length and characterizes the distance that the
laser light, and subsequently the laser energy, pene-
trates the particle; the shorter the absorption length, the
more shallow the penetration. In a bulk sample, 95% of
incident energy is absorbed within 3 absorption lengths
of the surface. This suggests a rough definition for an
effective absorption volume, Va, within a particle of
radius R, namely
Va  R
2 3L
9
4
L
3 (2)
The first term is easily recognized as the particle cross
section, R2, multiplied by 3 absorption lengths. The
second term is a small correction, which accounts for
light transmitted through the edges of the particle.
Together, in this simplified treatment of laser-particle
interaction, they represent an approximate volume in
which most of the incident laser energy is absorbed.
This absorption volume was calculated for each
particle in each size bin. The mean absorption volume
was plotted against the mean molecular cation yield in
Figure 3b for the most absorbing matrix, HCCA, and
the least absorbing matrix, DHB. The resulting curves
are remarkably linear, although they do not pass per-
Figure 2. HCCA spectral averages separated
(b) 0.92–1.18 m, (c) 1.18–1.44 m, and (d) 1.44
with increased particle size.fectly through the origin. This lack of strict proportion-ality may be due, in part, to particle morphology and
optical effects such as scattering and refraction. Other
processes are almost certainly involved as well. Given
the short absorption lengths, virtually all energy inci-
dent upon the particles is absorbed; consequently the
absorbed energy varies roughly as R2; (2) and Figure 3b
thus also imply that the molecular cation yield varied
linearly with absorbed energy and surface area. This
seems intuitively reasonable.
Surprisingly, few papers directly discuss the rela-
tionship between particle size and ion yield, but several
have investigated the relationship between size and
ablation efficiency [45] or size and laser-induced ion
formation threshold [46, 47]. In general, ablation effi-
ciency increases as particle size increases. The ion
formation threshold is more variable but does decrease
in some cases. This directly implies that at certain laser
energies, for at least certain particle types, the ion yield
per laser shot must increase with particle size. Conse-
quently, these earlier findings corroborate and are at
least qualitatively consistent with those presented
herein. Ion yield is not universally independent of
particle size.
A variation exists between this study and that pre-
sented previously by Harris et al. that should be noted.
In that experiment, ions were produced and contained
in a quadrupole ion trap. Data presented in a key figure
seems to show that the ion capacity of the trap was
often reached or exceeded even for small particles [36].
If true, increases in ion signal could easily have been
obscured.
Molar Ratio
Sample solutions were prepared with a total concentra-
tion of 7.14 104 M and matrix-to-analyte molar ratios
rding to the particle size (a) 0.66–0.92 m,
m show increased molecular analyte ion yieldacco
–1.7of 50K:1, 10K:1, 1K:1, 100:1, and 10:1 to determine the
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for a fixed particle size. For the largest molar ratios
(50K:1 and 10K:1), no analyte ions were observed
(Figure 5). The absence of analyte ions in the spectra
was presumably due to the limited number of analyte
molecules in the particles. Positive and negative analyte
molecular ions were detected in the 1K:1, 100:1, and 10:1
ratios for all of the matrices. Analysis of the spectra in
Figure 5 for DHB revealed that the 1K:1 ratio yielded
the highest ionization efficiency. The absolute analyte
molecular ion yield in dual polarity, however, was
found to be greatest with the 100:1 molar ratio for each
matrix studied. This is not unreasonable, in spite of bulk
MALDI results where ratios of 1K:1 to 10K:1 are often
Figure 3. (a) The plot shows that the mean angiotensin cation
yield increases with size for each matrix: HCCA (circle), DHAP
(square), DHB (diamond), SA (triangle), and FA (inverted trian-
gle). The vertical error bars represent the standard deviation of the
mean. (b) The linear relationship between absorption volume and
angiotensin cation yield is shown for the matrices HCCA (circle)
and DHB (square).typical [48]. It is in fact consistent with the earlier singleparticle findings [27]. According to previous aerosol
[33] and bulk [49, 50] MALDI studies, rapid crystalliza-
tion enhances ion formation, thereby producing a lower
optimal matrix-to-analyte ratio. Specifically, faster crys-
tallization generates smaller crystals and facilitates
greater contact between the matrix and analyte [27]. In
the aerosolization system employed herein, a wet par-
ticle spends 1.6 s in the silica dryer; hence, this is the
approximate time in which crystallization occurs. Ad-
ditional drying and crystallization may occur in the
transfer lines or upon introduction to vacuum, but the
total crystallization time is still on the order of seconds.
This is much faster than typical in bulk. The result, as
shown in Figure 4, is an apparently homogenous par-
ticle with rough surface morphology. This surface var-
ies with particle composition but in no case appears to
be that of a well formed single crystal or even cluster of
large crystals, which might be expected to result from
slower crystallization. As will be discussed shortly,
such a low matrix-to-analyte ratio is also favored by the
unique plume dynamics of aerosol particles.
Results from the 10:1 M ratio studies showed both
decreased analyte ion signal and reduced ionization
efficiency. This is likely due, in part, to the analyte
absorbing a greater fraction of the incident laser energy.
If A is the absorption cross section for the analyte, M
the absorption cross section for the matrix, and R the
ratio of matrix to analyte, then a simple calculation
suggests that the ratio of the energy absorbed by the
analyte, Ea, to the total absorbed energy, Etot, is roughly
Ea
Etot

A
A	RM
(3)
Given that A is presumably comparable in magnitude
to M or smaller, the analyte in particles with a 10:1 ratio
absorb a factor of 10 times more energy than in
particles with a 100:1 ratio. Most of this is simply
because there is more analyte, but the energy absorbed
per analyte molecule does increase with decreasing R as
well. An additional factor is that the 10:1 ratio is likely
too low to maximize the collision frequency between
Figure 4. Select SEM images of single, 1 m particles of pure
(a) HCCA and (b) SA. Rapid crystallization of the particles and the
resulting surface morphology play potentially significant roles in
the MALDI process.
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shown.
A simple analysis of idealized bulk and particle
MALDI experiments suggests that a lower matrix-to-
analyte ratio is favored for particles. In the idealized
bulk MALDI experiment, consider an infinite sheet of
matrix and analyte with thickness D. In the idealized
particle experiment, consider a cube of material (i.e., a
particle) with the same thickness, D. Both samples have
the same initial density, 0. A laser with infinite diam-
eter, zero pulse length, and finite fluence interacts with
both samples, causing them to expand with velocity v
(in reality v is expected to be somewhat different for the
two cases but not by orders of magnitude). The density
of the particle plume, p, and the bulk plume, b, as a
function of time are consequently:
pt01	 
Dt
3
(4)
bt01	 
Dt
1
(5)
The density of the particle, which is free to expand
in three dimensions, drops much faster as time
progresses than the density of the sheet, which is only
free to expand in one dimension. This can be quantified
in various ways, but the important conclusion is simply
that there is much less time in the case of a particle for
the critical collisions to occur between matrix and
analyte that ultimately produce analyte ions. Conse-
Figure 5. Spectral averages (150 particles each
various matrix-to-analyte molar ratios: (a) 50K:1
matrix-to-analyte molar ratio yielded the greates
lower ratio than typically optimal in bulk.quently, this suggests that it is more important tomaximize the collision rate in aerosol MALDI than in
bulk MALDI. This does not mean that the collision rate
is unimportant in bulk MALDI but simply that it is less
important than in aerosol MALDI.
The collisions of most direct importance are those
between analyte molecules and excited matrix mole-
cules. A simple equation for the total collision rate per
unit volume is:
Zam˜
am˜ (6)
where  is the collision cross section (not absorption
cross section), v is the mean relative velocity (which for
the purposes of this simple model can essentially be
considered the same as the vmentioned above), a is the
analyte density and m is the excited matrix density. In
this case,  is assumed fixed. Increasing v does increase
the collision rate, but it also increases the rate at which
the density falls. It can be shown that these two effects
cancel and v ultimately has no effect upon the total
number of collisions in this simple model. The collision
rate is only effectively raised by maximizing the prod-
uct of the two densities, which can be achieved in part
by varying the matrix-to-analyte ratio, R. Before a
specific value for R can be obtained, however, a rela-
tionship between the number of excited matrix mole-
cules, Nm, and the total number of (initially unexcited)
matrix molecules, Nm, must be defined. A very general
equation is simply Nm  cNm
n , where c is essentially a
proportionality constant and n accounts for the fact that
the excited matrix molecules of interest likely arise, at
the matrix (DHB) and analyte (angiotensin) at
10K:1, (c) 1K:1, (d) 100:1, and (e) 10:1. The 100:1
lyte ion signal in dual polarity, which is a much) of
, (b)
t analeast in part, from the collisions of less excited matrix
322 McJIMPSEY ET AL. J Am Soc Mass Spectrom 2008, 19, 315–324molecules. A simple derivation ultimately reveals that
an optimal value of R is:
R n
Va
Vm
 n
Ma
Mm
(7)
where Va and Ma are the volume and mass of a single
analyte molecule, and Vm and Mm are the correspond-
ing quantities for a matrix molecule. Given an analyte
ten times the size of the matrix and a probable n value
of less than 3, the predicted optimal ratio of matrix-to-
analyte is less than 30. Many other factors influence the
actual optimal ratio in practice, but the collision rate,
which is of particular importance in aerosol MALDI,
clearly favors a ratio far smaller than that typically used
in bulk. This may, in part, explain the observations
presented herein and those of others.
It should also be noted that c, the proportionality
constant mentioned above, is actually a function of laser
fluence that increases with fluence until fragmentation
of the matrix inhibits creation of additional excited
matrix molecules. Consequently, the collision rate in-
creases with laser fluence over a significant range.
Given the relative importance of the collision rate in
aerosol MALDI compared to bulk, this potentially rep-
resents another factor contributing to the higher flu-
ences found optimal.
Matrix Selection
Unlike most mass spectrometers, the BAMS system has
the ability to obtain dual polarity mass spectra, making
it ideal for simultaneous investigation of negative and
positive ions created during a single MALDI event.
Although absolute comparisons between the two polar-
ities are not yet possible because of differing ion trans-
mission efficiencies, relative comparisons can still be
made. This is valuable when comparing the efficacy of
different matrices. Indeed, the choice of matrix affects
both the absolute and relative yields of positive and
negative molecular analyte ions, as shown in Figure 6
for the 100:1 matrix-to-analyte molar ratio. Such particle
by particle comparisons cannot be made with a single
polarity instrument, although various effects of matrix
selection have been observed [27].
As previously stated, the total angiotensin cation and
anion peak areas include all positive and negative
quasimolecular ions, respectively. The analyte molecu-
lar ion yield increased in both polarities in the order of
FA, SA, DHAP, DHB, and HCCA. Note that a single
laser fluence (260 mJ/cm2), optimized for SA, was used.
A positive correlation between total positive and total
negative analyte molecular ion yield was observed for
all of the matrices. The proportionality constant or
slope, as illustrated and labeled in Figure 6, is matrix
dependent, the steeper the slope, the greater the relative
preference in anion production. On average, the angio-
tensin ion yield in the positive polarity is 10-fold greater
than in the negative, which is larger than the expecteddifference in ion transmission efficiencies. A quantita-
tive model explaining these observations, however,
does not yet exist.
The apparent disparity between polarities and the
variations between matrices may be explained, in part,
by the matrix dependent production of free electrons.
Free electrons directly limit the production of negative
analyte molecular ions since charge is strictly conserved
in single particle MALDI. This is unusual since most
bulk MALDI experiments are performed on a metal
sample plate, which can potentially act as either a
source or sink of charge. Frankevich et al., for example,
clearly showed that free electrons could be generated
from the organic/metal interface [51]. Apart from
charge conservation, they further showed that free
electrons participate in the formation of negative matrix
ions, which subsequently suppress positive analyte
signal.
There are, of course, many other processes that
contribute to the pattern of ions observed, and many of
these are matrix dependent. With the exception of FA,
the most dominant molecular ion peak present for the
matrices investigated was the protonated angiotensin
ion. As such, the matrix proton affinity (PA) is a
potentially relevant quantity. A rough negative correla-
tion is in fact found between matrix proton affinity and
protonated angiotensin ion yield. The ion yield must
ultimately be constrained by the amount of energy
absorbed. It is interesting to note therefore that the
solid-phase absorption coefficients, listed in the particle
Figure 6. Total angiotensin anion peak area versus cation peak
area for the matrices (a) FA, (b) SA, (c) DHAP, (d) DHB, and
(e) HCCA. The positive and negative total analyte ion yields are
positively correlated for all of the matrices. The slope of the fit line,
m, varies by matrix with HCCA having the greatest relative
preference for angiotensin anion to angiotensin cation production
and the highest absolute yield of both.size section, are not well correlated with the observed
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explained. Even in the case of DHB, which absorbs most
weakly, the majority of the incident laser energy is
absorbed within the first 100 nm of the particle surface.
Very little light or energy is transmitted through any of
the particles. All particles of a given size thus absorb
nearly the same amount of energy (2 nJ for a 1 m
particle), regardless of the absorption coefficient or
matrix.
Although the amount of energy absorbed by a par-
ticle is largely independent of matrix type, the matrix-
dependent particle morphology likely plays a signifi-
cant role in determining where the energy is absorbed,
and this may be significant. As shown in Figure 4,
single matrix particles vary in texture and morphology,
thereby influencing the overall surface area and access
to the particle core. For instance, the greater number of
fissures and cracks in the HCCA particles increases the
overall surface area and may allow the DI laser to
penetrate more deeply into the particle. The addition of
analyte at varying ratios could cause further morpho-
logical changes. The quantitative effects of laser inter-
actions with these features are unknown.
Conclusions
Parameters that influence molecular analyte ion yield
were examined by studying single aerosol MALDI
particles. As expected, a relatively high fluence was
required to maximize the ion signal. In contrast to
earlier findings, increased aerodynamic particle size
was clearly correlated with increased analyte ion signal.
The signal appeared to vary linearly with absorption
volume, absorbed energy, and surface area, which is
intuitively reasonable. The molar ratio yielding optimal
ion signal (100:1) in aerosol MALDI was approximately
two orders of magnitude lower than typical in bulk
MALDI. This low ratio may be due in part to the rapid
decrease in particle plume density, which makes the
collision rate within the plume a more critical factor.
The optimal matrix, based on the above findings, was
HCCA. A clear path for future studies is to progres-
sively consider larger proteins and even toxins (or their
stimulants), viruses, spores, and cells. Ultimately, such
studies should enable more sensitive and reliable bio-
aerosol detection.
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